




















4000 COUNTS DIGITAL AC CLAMP METER
USER'S MANUAL

Soak a new swab with a cleaning and oiling agent (such as WD-40).
Work the swab around in each terminal. The oiling agent insulates the terminals from moisture-related
contamination.

5.2 Battery replacement

A\ To avoid false readings, which could lead to possible electric shock or personal injury,

replace the battery as soon as the battery indicator (E ) appears.
Before replacing the battery, disconnect test leads and/or any connectors from any
circuit under test, turn the meter off and remove test leads from the input terminals.

1. Set rotary switch to the OFF position.

2. Disconnect test leads and/or any connectors from the terminals.
3. Use a screwdriver to unlock the two screws on the battery cover.
4. Take out the battery cover from the meter.

5. Remove the used battery.

6. Replace with three new 1.5V battery (AAA).

7. Rejoin the battery cover and tighten the screws.

6. ACCESSORIES
Delivered with the multimeter:

e User's manual One piece
o Test leads One piece
e "K" type Thermocouple One piece
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