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101.3.3 TABLE: Uncertified overcurrent protection device test  N/A 

Type / Mfr. / 
Model / 

Terminal 

Max. rated 
Voltage (V) 

Test Voltage 
(V) 

Test current 
(A peak) 

Test leads Verdict Comments 

Mfr. Std. 

        

        

        

        

        

        

        

        

        

        

        

        

        

        

NOTE 1 -  Test was conducted 3 times. 
NOTE 2 -  Any damage to a device used for current limitation was ignored when other parts of the equipment were not affected 
during 
   the test. 
NOTE 3 -  Mfr – Manufacturer supplied leads 
   Std. – Leads as described in 101.3.4 
NOTE 4 -  Note current limit devices manufacture, type and ratings. 

Supplementary information: 

 

 

101.4 (6.8) TABLE: Solid insulation  (Dielectric strength tests)  P 

Location Clause or 
sub-clause 

Working 
voltage 

V 

Test voltage 
r.m.s./peak/ 

d.c. 

Test   
duration 

 

Results / Comments 
 

Live part to accessible part 4,4; 6,7 600 3600*1,22= 
4392VAC 

1min P 

Live part to accessible part 4,4; 6,7 600 5400*1,22= 
6588VAC 

5S P 

      

      

Supplementary information: 
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